A sample and hold amplifier system for stimulus artifact suppression.
A sample and hold amplifier system has been described which is capable of eliminating stimulus artifacts from a variety of biological recordings which would otherwise be impossible to interpret during electrical stimulation. Factors contributing to the prolongation of stimulus artifact are discussed in relation to the design requirements of this system. The application of this artifact suppression circuit to monitoring EEG seizures during electrical stimulation is demonstrated.